EBioMedicine 73 (2021) 103639

Contents lists available at ScienceDirect

EBioMedicine
journal homepage: www.elsevier.com/locate/ebiom

Metagenomic next-generation sequencing to identify pathogens and
cancer in lung biopsy tissue
Yifan Guoa,b,1, Henan Lib,1, Hongbin Chenb, Zhenzhong Lic, Wenchao Dingd, Jun Wangd,
Yuyao Yinb, Longyang Jinb, Shijun Sunb, Chendi Jingb, Hui Wanga,b,*
a

Institute of Medical Technology, Peking University Health Science Center, Beijing 100191, China
Department of Clinical Laboratory, Peking University People's Hospital, Beijing 100044, China
c
State Key Laboratory of Translational Medicine and Innovative Drug Development, Jiangsu Simcere Diagnostics Co., Ltd., Nanjing 210000, China
d
MatriDx Biotechnology Co., Ltd., Hangzhou 310000, China
b

A R T I C L E

I N F O

Article History:
Received 18 August 2021
Revised 25 September 2021
Accepted 6 October 2021
Available online xxx
Keywords:
Lung biopsy tissue
Metagenomic next-generation sequencing
Pulmonary infection
Lung cancer
Genomic instability

A B S T R A C T

Background: Lung biopsy tissue samples can be used for infection detection and cancer diagnosis. Metagenomic next-generation sequencing (mNGS) has the potential to further improve diagnosis.
Methods: From July 2018 to May 2020, lung biopsy samples of 133 patients with suspected pulmonary infection or abnormal imaging ﬁndings were collected and subjected to clinical microbiological testing, Illumina
and Nanopore sequencing to identify pathogens. The neural networks were pretrained by extracting features
of human reads from 2,095 metagenomic next-generation sequencing results, and the human reads of lung
biopsy samples were entered into the validated pipeline to predict the risk of cancer.
Findings: Based on the pathogen-cancer detection pipeline, the Illumina platform showed 77¢6% sensitivity
and 97¢6% speciﬁcity compared to the composite reference standard for infection diagnosis. However, the
Nanopore platform showed 34¢7% sensitivity and 98¢7% speciﬁcity. mNGS identiﬁed more fungi, which was
conﬁrmed by subsequent pathological examination. M. tuberculosis complex was weakly detected. For cancer
detection, compared with histology, the Illumina platform showed 83¢7% sensitivity and 97¢6% speciﬁcity,
diagnosing an additional 36 cancer patients, of whom half had abnormal imaging ﬁndings (pulmonary
shadow, space-occupying lesions, or nodules).
Interpretation: For the ﬁrst time, we have established a pipeline to simultaneously detect pathogens and cancer based on Illumina sequencing of lung biopsy tissue. This pipeline efﬁciently diagnosed cancer in patients
with abnormal imaging ﬁndings.
Funding: This work was supported by the National Key Research and Development Program of China and
National Natural Science Foundation of China.
© 2021 The Authors. Published by Elsevier B.V. This is an open access article under the CC BY-NC-ND license
(http://creativecommons.org/licenses/by-nc-nd/4.0/)

1. Introduction
Pulmonary infections, which can be caused by bacteria, fungi, and
viruses, can be extremely fatal [1]. Lower respiratory tract infections
(LRTIs) include community-acquired pneumonia (CAP), hospitalacquired pneumonia (HAP), and ventilator-associated pneumonia.
Reports suggest that these types of pneumonia account for >25% of
deaths from pneumonia-associated hospitalisations [2]. Early identiﬁcation of causative pathogens is crucial for clinical interventions
such as the administration of precise antibiotics. However, conventional microbial detection methods can only identify approximately
40% of pathogens [3]. Although polymerase chain reaction (PCR)* Corresponding author.
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based methods do improve the detection sensitivity of pathogens [4],
the spectrum of pathogens detected remains narrow.
Clinical metagenomic next-generation sequencing (mNGS) is rapidly transitioning from research laboratories to clinical setting.
Because of its culture independency, high throughput, and fast turnaround time (TAT), mNGS has become a promising method for diagnosing infectious disease using the Illumina platform [57].
However, owing to its real-time analysis and long reads for prediction of antibiotic resistance, the Nanopore platform may be more
suitable for clinical use [8,9]. Many studies have focused on the diagnostic performance of bronchoalveolar lavage ﬂuid (BALF) or sputum
[10,11] for identifying pulmonary infection, but studies of lung biopsy
tissue are rare.
Genome instability, as an important cancer marker [12], has been
widely discussed in scientiﬁc research, although it has rarely been
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Research in context
Evidence before this study
We searched PubMed with the terms “lung biopsy tissues,
mNGS and cancer” for reports published up to July 22, 2021,
with no language restrictions. Our search identiﬁed three
results of relevance to this study, one of which was our previous work. The other two studies both used the Illumina platform. We found no reports describing the diagnostic accuracy
of Nanopore sequencing using lung biopsy tissue. We also
searched with the terms “mNGS and cancer” and found only
one report describing the use of mNGS to identify cryptogenic
malignancies in body ﬂuids. The performance of metagenomic
next-generation sequencing (mNGS) for diagnosing infection
and cancer in lung biopsy tissue remains unclear.
Added value of this study
This study describes the performance of Nanopore sequencing
in infectious disease in lung biopsy tissue. Using the Illumina
platform, we detected more fungal pathogens than were
detected using clinical methods, but the platform had low sensitivity for diagnosing Mycobacterium tuberculosis infection. In
addition, based on our pretrained neural networks for cancer
prediction, we were able to simultaneously detect pathogens
and cancer using the Illumina platform in lung biopsy tissue.
Implications of all the available evidence
Based on our results, we are able to simultaneously detect
pathogens and predict the possibility of cancer using the result
of Illumina sequencing of lung biopsy tissue in clinical laboratory. In general, the human reads are removed in the bioinformatic pipeline to increase the accuracy of pathogen detection,
but our results reveal that human reads can be used to predict
the possibility of cancer.

applied in clinical diagnosis. Additionally, mNGS of body ﬂuids is an
emerging approach for identifying occult pathogens in undiagnosed
patients, based on genomic instability that allows tumour cells to be
distinguished from the pipeline [13]. Generally, clinical mNGS is performed on patients to identify pathogens, and mNGS may yield negative results in patients with underlying malignant neoplasms but no
infectious organisms. Several studies have reported that chromosomal instability could be used to identify cancer and as a form of
non-invasive prenatal testing [1416], so we hypothesised that
genome instability analysis may be a useful tool for detecting cancer
in lung biopsy tissue, using the human reads of mNGS results.
In this study, we collected 133 lung biopsy samples using computer tomography (CT)-guided puncture or pulmonary wedging and
applied Illumina and Nanopore sequencing to explore the diagnostic
value of the lung biopsy samples. In addition, we investigated the
accuracy of human reads of mNGS in cancer patients.
2. Methods
2.1. Patients and sample collection
The 133 lung biopsy tissues were remnant samples from the clinical laboratory of the Peking University People’s Hospital and they
were collected between July 2018 and May 2020. Prior to testing,
samples were stored at 80°C. All patients were suspected to have
pulmonary infection or had abnormal chest imaging results. The
inclusion criteria were symptoms such as fever, cough, expectoration,

dyspnoea, and abnormal imaging ﬁndings such as pulmonary shadows, space-occupying lesions, and other signs of pulmonary infection. Data on the demographic characteristics, clinical laboratory
ﬁndings, radiography and histology results, clinical treatment, and
outcomes of the 133 patients were extracted from the patients’ medical records. The diagnosis of LRTIs was based on microbiological tests,
microscopy, and radiography.
This study was approved by the Peking University People’s Hospital Institutional Review Board (No. 2019PHB010-01). All samples
were obtained with the patient’s consent.
2.2. DNA extraction, library preparation, and sequencing
We performed nucleic acid extraction using 400 mL of ground
lung biopsy tissue and 100 mL of ATL buffer solution (1¢5 mL buffer
ATL and 10 mL reagent DX; Qiagen) in a pathogen lysis tube L (Qiagen), at a frequency of 30 Hz for 10 min (TissuerLyser II; Qiagen).
DNA was extracted from the supernatant using the QIAamp DNA
mini kit (Qiagen), as described in the manufacturer’s protocol. Sterile
deionised water was extracted as the negative parallel control (NTC).
The concentrations of DNA were measured by Qubit dsDNA HS Assay
Kit (Thermo Fisher Scientiﬁc). Illumina sequencing libraries were prepared using NEBNext Ultra II DNA Library Prep Kit (New England
BioLabs Inc.) and sequenced using the Novaseq 6000 System (150-bp
paired-end reads; Illumina). Approximately 20 million reads were
generated for each sample. Nanopore sequencing libraries were prepared according to the manufacturer’s instructions for the Rapid Barcoding Kit SQK-RPB004 (DNA concentration <20 ng/mL; Oxford
Nanopore) and SQK-RBK004 (DNA concentration >20 ng/mL; Oxford
Nanopore). Up to ﬁve barcoded samples per ﬂow cell were loaded on
the Nanopore instrument (GridION X5, Oxford Nanopore) for
sequencing. Approximately 0¢8 G of data were generated for each
sample. Ampliﬁcation of 7 and 17 samples failed according to the
library procedure using the Illumina and Nanopore platforms, respectively. The analysis pipeline of the Illumina platform has been
described in our previous work [5], and the taxonomy was based on
Centrifuge for Nanopore sequencing.
All species detected by the Illumina and Nanopore platforms were
looked up in PubMed to determine whether the organisms cause
pneumonia. After removing normal ﬂora or colonising bacteria for
Illumina sequencing, the positive pathogenic microorganisms were
deﬁned as those with a ratio of unique reads per million (RPM) above
10, and the RPM ratio = RPMsample/RPM (no template control [NTC])
or RPM ratio = RPMsample if the organism was not detected in the parallel NTC [7]. For Nanopore sequencing, unique reads >3 for bacteria
and unique reads >1 for fungi were considered positive for pathogenic microorganism identiﬁcation [11]. M. tuberculosis was considered positive when more than one read was detected. The cut-off
values for bacteria (except for M. tuberculosis) and fungi to determine
the LRTI and non-LRTI group were based on receiver-operating characteristic (ROC) curves (Supplementary Table S1).
The results were divided into four categories (deﬁne, probable,
possible, and unlikely) based on our laboratory rules (Fig. 1a).
Detailed information on each patient was shown in Supplementary
Table S2 and Supplementary Table S3. The composite reference standard included the results from all microbiological tests (including culture), pathological examinations, and clinical adjudications. Deﬁnite
and probable results were considered positive for clinical diagnosis,
and possible and unlikely results were considered negative for clinical diagnosis.
2.3. An artiﬁcial intelligence method for prediction of cancer risk from
the mNGS dataset
Datasets for training were collected from human reads of mNGS
containing 2095 samples. Of the patients from whom the 2095
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Fig. 1. Schematic workﬂow of this study. (a) Lung biopsy samples analysis from 133 patients. Several microbiological tests were performed on these samples, including BALF culture, qPCR, ELISA, GeneXpert MTB/RIF, and histology. DNA was extracted and prepared for Illumina sequencing (seven samples showed library failure), Nanopore sequencing (17
samples showed library failure), and ﬁnal analysis. The pathogen results of Illumina and Nanopore sequencing were adjudicated based on the literature from PubMed and their clinical condition. Three neural networks were pretrained by extracting features of human reads from 2,095 metagenomic next-generation sequencing results. The Illumina sequencing
results were mapped to the human reference and then applied to the model. (b) The TAT of different methods. Abbreviations: BALF, bronchoalveolar lavage ﬂuid; ELISA, enzymelinked immunosorbent assay; qPCR, quantitative polymerase chain reaction; TAT, turnaround time.

samples were obtained, 755 (36¢0%) were female and 1340 (64¢0%)
were male. Of the female patients, 359 (47¢5%) had cancer, and of the
male patients, 641 (47¢8%) had cancer. Of the patients, 22¢6% were
aged under 40 years, 34¢1% were aged 4060 years, 36¢7% were aged
6080 years, and 6¢6% were aged 80 years or older. The samples
were split into training and validation datasets in a ratio of 8:2. After
controlling for quality in FASTQ data, cleaned DNA sequences were
aligned to the human hg19 (GRCh37) reference genome. During NGS,
guanine-cytosine (GC) content bias may occur in the priming, size
selection, and probability of sequencing errors, which might account
for abnormal conditions in the analysis. Thus, we corrected for GC
bias from the mapped read counts data using LOESS regression. Subsequently, features, such as the waviness (standard deviation of the
read fold change of each bin) of data and normalized read counts,
were noted after the mapping step, and we obtained information on
the copy number variation from the calling method, which was
rebuilt on the base of XHMM [17] and Canoes [18] (i.e., two read
counts based on the copy number variation calling methods). Then,
all the features were normalized and ﬁtted to dozens of predeﬁned
neuron networks. They were constructed using three classical neural
network structures (full connect, convolutional neural network, and

long short-term memory [an artiﬁcial recurrent neural network
architecture usually used in the ﬁeld of deep learning]) and different
in hyper-parameters, which is suitable for large-scale-fold changed
data of read counts. Twenty models were selected so that the models
were complementary. Each model was used to predict the possibility
of cancer in the sample (0 or 1). The predicted score was calculated
using the total number of positive results from the 20 models.
The raw data of the chromosome copy variation and the picture of
each patient were deposited in, or linked to, Zenodo (https://doi.org/
10.5281/zenodo.5079188). Metagenomic sequencing data with the
human reads removed were also deposited as National Center for
Biotechnology Information (NCBI) sequence read archive (SRA) under
Bioproject PRJNA744354.
2.4. Real-time quantitative polymerase chain reaction
Quantitative PCR (qPCR) detection of Mycobacterium tuberculosis
was performed using MeltPro Mycobacterium tuberculosis Test Kit
(Zeesan), according to the manufacturer’s instructions and measured
using an ABI QuantStudio 5 system (Thermo Fisher Scientiﬁc). The
primer, probe, and PCR-mix were provided by the manufacturer.
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2.5. Statistical analysis
Student’s t-test and the chi-square test were used to assess the
statistical signiﬁcance of differences in continuous and categorical
data, respectively. Statistical signiﬁcance was set at P<0¢05. SPSS software (version25¢0; IBM Corporation, Armonk, NY, USA) was used for
the statistical analysis.
2.6. Role of the funding source
The funders did not play any role in the study design, data collection, management, analysis, interpretation, review, approval of the
manuscript, or the decision to submit the manuscript for publication.
3. Results
3.1. Patient characteristics
In this study, 133 patients were divided into an LRTI group (n=49) and
a non-LRTI group (n=84), according to the diagnostic criteria for CAP [19],
HAP [20] and suspected infection, based on a clinical specialist’s opinion.
The prevalence of malignancy was signiﬁcantly higher in the non-LRTI
group than in the LRTI group (41¢7% and 16¢3%, P=0¢003, chi-square test),
while the prevalence of haematological disease was signiﬁcantly higher
in the LRTI group than in the non-LRTI group (14¢3% and 3¢6%, P=0¢024,
chi-square test). The incidence of antibiotic use was signiﬁcantly higher
in the LRTI group than in the non-LRTI group (P<0¢001, chi-square test).
Patients with LRTIs tended to have slightly longer stays in hospital than
their non-LRTI counterparts (Table 1). Clinical laboratory test results
showed that white blood cell counts, C-reactive protein levels, and procalcitonin levels were elevated in the LRTI group than in the non-LRTI
group (Table 1).
3.2. Detection performances of the Illumina and Nanopore platforms in
lung biopsy samples
Our workﬂow for lung biopsy samples using conventional clinical
microbiological tests, Illumina sequencing, and Nanopore sequencing
was shown in Fig. 1a. From sample retrieval to result analysis, the
TAT of the Illumina platform was longer than that of the Nanopore
platform and shorter than that of the culture (Fig. 1b). Of the enrolled
133 samples, only 18 (13¢5%) were culture positive, and the positive
result was elevated to 43 (32¢3%) samples with the addition of other
microbiological tests (Fig. 2a, b). The Illumina and Nanopore platforms detected 40 (30¢1%) and 18 (14¢6%) samples, respectively, with
deﬁnite or probable pathogens (Fig. 2a, b). Overall, compared with
lung biopsy tissue culture results, the Illumina platform had 83¢3%
clinical sensitivity and 79¢1% clinical speciﬁcity. In addition, there
were 25 patients with positive other microbiological tests, indicating
a clinical sensitivity of 74¢4% and speciﬁcity of 95¢6% compared with
all microbiological testing. Compared with the composite reference
standard, the Illumina platform showed 77¢6% clinical sensitivity and
97¢6% clinical speciﬁcity (Table 2, Supplementary Table S4).
Compared with the culture results, after the removal of the samples involving library failure, the Nanopore platform showed a sensitivity and speciﬁcity of 38¢9% and 91¢4%, respectively. The sensitivity
declined to 33¢3% and the speciﬁcity increased to 97¢5% when other
microbiological test results were considered. Compared with the
composite reference standard, the Nanopore platform showed 34¢7%
clinical sensitivity and 98¢7% clinical speciﬁcity (Table 3, Supplementary Table S5).
3.3. Detailed information of samples with conﬂicting results
Twenty pathogens were cultured from the 133 lung biopsy samples, and two samples were co-infected. Eight samples were infected

Table 1
The characteristics of patients in LRTIs and non-LRTIs group.

Age, mean (range), years
Sex, male, n (%)
Infection types
CAP
HAP
TB
ILD
AECOPD
Obstructive Pneumonia
Lung abscess
History of aspiration, n (%)
Any comorbidity, n (%)
Diabetes
Hypertension
Cardiovascular disease
COPD
Malignancy
Chronic liver disease
Haematological disease
Renal disease
Hospital, mean (range), days
Antibiotic use, n (%)
White blood cell count, 109/L
<4
410
>10
Percentage of neutrophils
4075%
>75%
Percentage of lymphocytes
<20%
2050%
CRP, mg/L
<10 mg/L
1050 mg/L
>50 mg/L
Procalcitonin, ng/mL
<0¢5 ng/mL
>0¢5 ng/mL

LRTIs (n=49)

Non-LRTIs (n=84)

P

52¢60 (20-77)
30 (61¢22)

62¢05 (33-91)
47 (55¢95)

0¢000
0¢552

25 (51¢02)
4 (8¢16)
14 (28¢57)
2 (4¢08)
1 (2¢04)
1 (2¢04)
2 (4¢08)
1 (2¢04)
31 (63¢27)
7 (14¢29)
10 (20¢41)
5 (10¢20)
0
8 (16¢33)
2 (4¢08)
7 (14¢29)
3 (6¢12)
14¢50 (3-60)
34 (69¢39)
9¢37 (1¢18-29¢8)
4 (8¢16)
26 (53¢06)
19 (38¢78)

0
0
0
0
0
0
0
0
57 (67¢86)
11 (13¢10)
26 (30¢95)
9 (10¢71)
6 (7¢14)
35 (41¢67)
5 (5¢95)
3 (3¢57)
0
12¢71 (2-30)
17 (20¢23)
8¢97 (3¢89-30¢28)
1 (1¢20)
61 (73¢49)
21 (25¢30)

NA
NA
NA
NA
NA
NA
NA
NA
0¢589
0¢846
0¢187
0¢926
NA
0¢003
0¢641
0¢024
NA
0¢270
0¢000
0¢640
0¢021

28 (57¢14)
21 (42¢86)

57 (68¢67)
26 (31¢33)

0¢181

28 (57¢14)
21 (42¢86)
41¢35 (0¢31-182¢58)
12/22 (54¢55)
4/22 (18¢18)
6/22 (27¢27)
0¢93 (0¢02-11¢12)
14/18 (77¢78)
4/18 (22¢22)

45 (54¢22)
38 (45¢78)
20¢44 (0¢43-103¢98)
22/43 (51¢16)
15/43 (34¢88)
6/43 (13¢95)
0¢80 (0¢02-15¢46)
29/32 (90¢63)
3/32 (9¢37)

0¢744
0¢066
0¢244

0¢917
0¢209

Abbreviations: LRTIs, lower respiratory tract infections; CAP, community-acquired
pneumonia; HAP, hospital-acquired pneumonia; TB, pulmonary tuberculosis; ILD,
interstitial pneumonia; AECOPD, acute exacerbation of chronic obstructive pulmonary
disease; COPD, chronic obstructive pulmonary disease; CRP, C-reactive protein; NA,
not applicable; Data were presented as n (%) or means (range); Signiﬁcance was determined by Student’s t-test for the comparation of age, others were determined by chisquare test.

with fungi (Aspergillus ﬂavus [n=1], Scopulariopsis sp. [n=1], Paecilomyces varioti [n=1], Cryptococcus neoformans [n=2] and Aspergillus
fumigatus [n=3]). Four patients were infected with acid-fast bacilli
and the remaining eight samples (40%) were infected with other bacteria. Other microbiological tests showed positive results for 25 other
pathogens. Three were identiﬁed in BALF culture, seven were galactomannan positive, one was antibody positive, and 14 were detected
using PCR (Fig. 3, Supplementary Table S2). Comparison of the results
of the clinical microbiological tests with the Illumina and Nanopore
platforms, showed that nine pathogens could identify only in microbiological tests and the Illumina platform detected additional eleven
pathogens; however, Nanopore sequencing only detected four additional pathogens and three samples were positive on both the Illumina and Nanopore platforms, but negative on the microbiological
test results. Consistent results were obtained for the remaining 38
pathogens with the clinical microbiological tests and the Illumina
and Nanopore platforms (Fig. 2c).
In terms of the detection of fungi, the culture results were not
consistent with the Illumina or Nanopore sequencing results in two
samples, and one sample that was Aspergillus fumigatus-positive in
the BALF sample, but negative in the lung biopsy sample. Seven
pathogens were detected using the microbiological test and with
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Fig. 2. Performance of Illumina and Nanopore sequencing. The proportion of samples with pathogens identiﬁed by the Illumina (a) and Nanopore (b) platforms. The different detection efﬁciency of all microorganisms (c), fungi (d), and Mycobacterium (e) in microbiological tests (BALF culture, qPCR, ELISA, GeneXpert-TB, antibody), and the Illumina and Nanopore platforms. Abbreviations: BALF, bronchoalveolar lavage ﬂuid; ELISA, enzyme-linked immunosorbent assay; qPCR, quantitative polymerase chain reaction.

Illumina sequencing, one pathogen was detected in both the clinical
samples and with Nanopore sequencing, and six pathogens could be
detected with all the methods (Fig. 2d). Compared to the microbiological tests, Illumina and Nanopore sequencing identiﬁed nine additional fungi, and this result was consistent with that of the histology
(Supplementary Table S6).
In terms of Mycobacterium detection, the clinical microbiological
tests detected 14 pathogens; however, Illumina and Nanopore

sequencing identiﬁed ten and two pathogens, respectively, and no
unique Mycobacterium were identiﬁed in other samples using these
two platforms (Fig. 2e). Only one sample was positive for acid-fast
bacilli on culture and Mycobacterium kansasii was identiﬁed using
the Illumina platform. In terms of the additional positive results in
the microbiological test, one sample was cultured with acid-fast positive bacillus, three samples were positive using the quantitative PCR
(qPCR), but we did not detect any bacteria in the Mycobacterium

Table 2
The performance of Illumina relative to culture, all microbiological testing, and composite reference standard (n=133).

Table 3
The performance of Nanopore relative to culture, all microbiological testing, and composite reference standard (n=123).
ONT
ONT
Agreement
positive negative %

Illumina Illumina Agreement
positive negative %
Positive by culture (n=18)
Negative by culture (n=115)
Positive by all microbiological testing (n=43)
Negative by all microbiological testing (n=90)
Positive by composite reference standard (n=49)
Negative by composite reference standard (n=84)

15
24
32
4
38
2

3
91
11
86
11
82

83¢33%
79¢13%
74¢42%
95¢56%
77¢55%
97¢62%

Positive by culture (n=18)
Negative by culture (n=105)
Positive by all microbiological testing (n=42)
Negative by all microbiological testing (n=81)
Positive by composite reference standard (n=49)
Negative by composite reference standard (n=74)

7
9
14
2
17
1

11
96
28
79
32
73

38¢89%
91¢43%
33¢33%
97¢53%
34¢69%
98¢65%
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Fig. 3. Five strategies for pathogen detection. The different conditions of pathogen species detection in culture, other microbiological tests (BALF culture, qPCR, ELISA, GeneXpert
MTB/RIF, antibody testing), other clinical tests (histology, clinical condition), and the Illumina and Nanopore platforms. Abbreviations: BALF, bronchoalveolar lavage ﬂuid; ELISA,
enzyme-linked immunosorbent assay; qPCR, quantitative polymerase chain reaction.

genus using either the Illumina or the Nanopore platforms (Supplementary Table S7).

pulmonary shadow, a space-occupying lesion, or nodules (Supplementary Table S9).

3.4. Cancer detection based on the Illumina sequencing results

4. Discussion

For diagnosing infections, we could accurately detect infection in
30¢1% (40) of the samples on the basis of the Illumina sequencing
results. Except for the consistent pathogen detection results, the
diagnosis of the remaining patients was unclear. Most of these
patients had suspected infections or abnormal imaging ﬁndings, and
there may have been alternate causes for this, including malignant
tumours. We then applied the human reads from mNGS to map the
reference human database to explore chromosomal deletions or
duplications with our predeﬁned neural networks. Except for the six
samples with inadequate human reads, genome instability was
assessed in the remaining 127 lung biopsy samples to determine the
presence of cancer in the patients. As shown in Fig. 4a, a large number
of gains and losses were identiﬁed in adenocarcinoma patient, which
was conﬁrmed by pathological examination. Out of the 127 patients,
43 were conﬁrmed to have malignancy on histology, and the cut-off
values were established on the basis of the ROC curve (area under the
curve =0¢94; Fig. 4b). Compared with the results of the pathological
examination, the mNGS had clinical sensitivity of 83¢7%, speciﬁcity of
97¢6%, and 92¢9% accuracy (Fig. 4b). In both clinical and mNGS negative infection diagnosis patients, we found 31 patients with malignancy. Among patients who tested positive for a pathogen, we
identiﬁed ﬁve cancer patients (Fig. 4c). In summary, the Illumina platform simultaneously detected 38 patients with infection and 36
patients with cancer, which was conﬁrmed by clinical results
(Fig. 4d). We identiﬁed 18 cancer patients with an initial diagnosis of

In this retrospective study, we investigated utility of the Illumina
and Nanopore platforms for detecting infectious pathogens in lung
biopsy samples and we established a method to simultaneously
detect pathogens and cancer using these samples.
Lung biopsy samples are rarely used for detecting pathogens in
the clinical setting because performing a lung biopsy is challenging.
In recent studies, bronchoalveolar lavage ﬂuid or sputum have been
used to diagnose pulmonary infections, and only few studies have
explored the use of lung biopsy tissue in detecting pulmonary infections [5,10,11]. Although some studies have conﬁrmed that diagnosing infections is easier in BALF samples than in lung biopsy samples
due to complications present in the lung biopsy samples such as
malignancy, pulmonary nodules, or pulmonary shadows [21]. In this
study, we demonstrated for the ﬁrst time that infection and solid
tumour can be detected simultaneously in lung biopsy samples using
mNGS; therefore, lung biopsies could be used for diagnosing pulmonary diseases.
Since the introduction of sequencing techniques in clinical samples [22], mNGS has been widely used for pathogen detection owing
to its high throughput capacity and fast TAT [57]. We compared
mNGS and culture results in lung biopsy samples in a previous study
[23], and found a sensitivity and speciﬁcity of 100% and 76¢5%,
respectively, for bacteria, and 57¢1% and 61¢5%, respectively, for fungi.
In this study, the Illumina sequencing showed 83¢3%, 74¢4%, and
77¢6% agreement with culture, microbiological tests, and the

Y. Guo et al. / EBioMedicine 73 (2021) 103639

7

Fig. 4. Genome instability analysis of patients with cancer that was identiﬁed using Illumina sequencing. (a) Genome instability data and histology of a patient with a lung adenocarcinoma. (b) The ROC curve and contingency table comparing histology to predict the score based on the Illumina sequencing results. (c) Flowchart of clinical evaluation of 133
samples. (d) The positive detection that is consistent with clinical ﬁndings. *One sample had inadequate data; yﬁve samples had inadequate data. Abbreviations: CNV, copy number
variation; FN, false negative; FP, false positive; ROC, receiver-operating characteristic.

composite reference standard results, respectively, a level of agreement similar to that of lung biopsy reported in our previous study
[23].
The Oxford Nanopore Technologies platform is an attractive
method for diagnosing infectious diseases because of its rapid TAT
[24]. Therefore, we tested the diagnostic performance of the Nanopore platform in this study. However, the agreement between culture
results and Nanopore sequencing results was inferior to that of the
clinical ﬁndings. The possible reason is that there were small number
of microbe reads in too many samples, even microbe reads of zero in
some samples (Supplementary Table S8), and the microbe read levels
were lower than that of other studies [10,25]. Because the samples
were collected after grinding for clinical culture testing or other PCRbased methods, and stored at 80°C, it was difﬁcult to remove the
human genome in the wet experiments. The proportion of human
genome was much larger after PCR ampliﬁcation during library preparation. The sensitivity of the Nanopore platform in our study was
much lower than that reported by Gu et al [11]. This may have been

partly due to the use of different sample types in the two studies. Gu
et al. detected cfDNA in body ﬂuid, and the concentration of pathogens and positive rate in lung biopsy tissue may be lower than in
body ﬂuid. Another possible reason for the lower sensitivity in our
study is the higher host background noise in lung biopsy tissue. Additionally, Gu et al. minimised the host background noise by centrifugation and DNA extraction, but we did not remove the human genome
because they were frozen. Charalampous et al. [10] showed that the
Nanopore platform is more efﬁcient in wet experiments when the
human genome is removed from the samples.
The incidence of pulmonary fungal infections has been rising in
recent years, but the early diagnosis of pulmonary fungal infections is
difﬁcult due to non-speciﬁc clinical manifestations at the early stages.
Similar to the ﬁndings of our previous work and other studies [23,26],
the mNGS did improve the diagnosis of pulmonary fungal infections
in this study, and we detected inconsistent results between culture
and the Illumina or Nanopore sequencing in two samples. We also
identiﬁed four Aspergillus spp. isolates and one Saccharomyces
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cerevisiae isolate that were not detected by microbiological tests and
which were conﬁrmed by pathological examination. The Illumina
and Nanopore sequencing results that identiﬁed Cryptococcus neoformans were conﬁrmed by pathological examination (Supplementary
Table S6). Although mNGS improved the sensitivity in detecting fungal infections, combining other clinical methods such as galactomannan testing or pathological examination is useful to combat the
risk of contamination during the experiment.
In 14 patients with Mycobacterium infection (13 M. tuberculosis,
one nontuberculous mycobacteria) based on clinical microbiological
test results, only 10 and two patients were identiﬁed using the Illumina and Nanopore platforms, respectively (Supplementary Table
S7). Three samples with acid-fast positive bacilli were detected only
in the pathological examination, but these were negative in all clinical microbiological tests and Illumina and Nanopore sequencing, and
negative results were conﬁrmed by qPCR. For Mycobacterium infection, a positive result that is only supported by pathological examination results should be re-checked using another clinical
microbiological tests or assessment of clinical symptoms. As for the
lower sensitivity of Mycobacterium detection in mNGS, it is possible
that the extraction of DNA from M. tuberculosis was suboptimal. Zhou
et al. [27] illustrated that the diagnostic ability of mNGS for M. tuberculosis was similar to that of Xpert and higher than that of conventional methods. However, Chen et al. [28] reported that the
sensitivity of mNGS was superior to those of conventional culture
methods and Xpert. These inconsistent reports could be due to low
read ratio of M. tuberculosis and existent bias in different studies [29].
To improve the sensitivity to M. tuberculosis in mNGS, we could
extend the lysis time or enriched the DNA by hybridisation [30].
Several studies have shown that cytomegalovirus (CMV) and
Epstein-Barr virus (EBV) can be detected in the blood of healthy
donors [31,32], which makes it difﬁcult for the doctors to decide
whether to use antiviral drugs for treatment. In our study, we identiﬁed three patients with positive CMV or EBV results that were conﬁrmed by the clinical test (LB-090, LB-119, LB-121). All three patients
were immunosuppressed with haematological diseases and prolonged severe pneumonia, and all three patients died. Reactivation of
CMV or EBV is common after haematopoietic stem cell transplantation, and is associated with a poor prognosis [33,34]. We recommend
that if EBV or CMV are detected, the results should be interpreted
based on the sample type and the clinical symptoms.
Previous studies have also reported chromosomal instability (chromosomal duplication or deletion) in patients with non-small cell lung
cancer and adenocarcinoma [35,36]. Generally, human genome data are
removed during bioinformatic analysis for infection diagnosis in the
mNGS pipeline. However, this is the ﬁrst study to show that residual
human genome data from mNGS could detect chromosomal changes in
patients with malignancy, improve the accuracy of diagnosis and the TAT
of the pathological examination (approximately 48 h), and reduce the
testing cost (< 600 for Illumina sequencing, < 1000 for Nanopore
sequencing, and < 1500 for histological examination). Compared with
the histology results, there were two samples that were false positive,
and the histology result of one patient was negative but accompanied by
aplastic anaemia (LB-121). We also identiﬁed pulmonary sclerosing
pneumocytoma and a benign tumour with a positive predictive score
(LB-097). In patients with an initial diagnosis of pulmonary shadow, a
space-occupying lesion, or nodules, we also detected cancer in 18
patients and this was consistent with the histology results (Supplementary Table S9). We assessed the seven samples with positive histology
results incorrectly, and the predicted score of three samples was zero
and the predicted scores of the remaining four samples were lower than
that of a conﬁrmed positive result (Supplementary Table S9). Therefore,
the cut-off value should be adjusted based on the results of a larger
cohort study in the future.
In addition, we analysed the human reads of the Nanopore
sequencing results for cancer prediction. However, there were too

few human reads for cancer prediction (Supplementary Table S8).
Our model was based on the read counts; however, there are some
advantages to using the read length rather than the read counts for
Nanopore sequencing. A low human reads count could inﬂuence the
coverage of the reference genome, leading to more instability of the
genome. Thus, in the future, the model needs to be adjusted for use
with Nanopore results.
There are some limitations to our study. First, human genome was
not removed in this pipeline. Therefore, inadequate microbe reads
were generated in the Nanopore platform. Second, we installed the
real-time analysis process that was unsuccessful in the server and
cluster of our clinical laboratory, and therefore, the TAT of Nanopore
sequencing was longer. Third, the pathogens identiﬁed by mNGS
were not validated by qPCR, and RNA viruses were excluded. Due to
the small sample size, the cut-offs for viruses were difﬁcult to determine. In the future, the cut-off for bacteria, fungi, and cancer need to
be adjusted based on the results of larger cohort studies. Finally, we
did not identify the type or stage of lung cancer, but we speculate
that this could be determined if more samples were included in our
model.
In summary, we have reported successful simultaneous detection
of pathogens and cancer for the ﬁrst time in lung biopsy samples
using mNGS based on the Illumina sequencing results. This pipeline
efﬁciently diagnosed cancer in patients with abnormal imaging ﬁndings such as pulmonary shadows, space-occupying lesions, or nodules. However, we recommend the removal of human genome in wet
experiments for Nanopore sequencing to improve the accuracy in
detecting pathogens; but, this study also shows that human data
should not be ignored when using bioinformatics pipelines, as it can
detect genome instability.
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